Abstract-Traditional rehabilitation therapies have limited effect on the motor recovery for a tetraplegia patient. Brain-computer interface (BCI) systems allow patients to send commands or intents to control external devices without depending on the normal way of peripheral nerves and muscles. And hence it can provide an alternative control and communication method with a potential to replace, restore, even reinforce lost movement ability for individuals with neurological damages. In the study, we proposed a robot-assisted rehabilitation system for upper extremity based on non-invasive electroencephalogram (EEG) BCI, which enables the injured upper extremity to achieve motor function. Six participants conducted three speed modes of movement with a BCI-controlled robot. The steady-state visual evoked potentials (SSVEPs) was adopted to establish the BCI system. Experimental results of the healthy participants were analyzed to indicate the feasibility of a BCI-driven robot-assisted rehabilitation system, with an average accuracy of about 80 %. This study gives a preliminary evidence that the integrated robot-assisted rehabilitation system combined with SSVEP-based BCI will make future rehabilitation therapy more effective.
subjects can partially restore movement ability and perform their daily life. Currently, biomedical treatments and physical therapies were the most widely used approaches [1] , which involve rehabilitation physicians to help the patients to exercise the affected limbs or body sides. Unfortunately, traditional physical method is high labor cost and needs one-to-one manual exercise with physicians [2] . Furthermore, the evaluation of rehabilitation performance is usually difficult. Hence, these treatments provide a limited degree of motor function rehabilitation. Compared with the physical therapy, the robot-assisted method can realize high-intensity, repetitive and task-oriented exercise for injured limbs, and also provides novel exercises that are not available in other therapies [3] . Researches have shown that the robotic rehabilitation therapy can restore and improve the function of hemiparetic upper extremity after neurological injuries, such as chronic stroke [4] .
Many groups and research institutes have developed robotic rehabilitation prototypes, including MIT-MANUS [5] , Bi-Manu-Track [6] , ARM Guide [7] , and MIME [8] . Although these researches have presented some efficacy and advantages of the robot-assisted methods for movement recovery in the lower or upper limbs, no direct interaction was existed between the patients' volitional movement and the robot system. The patients just only follow the preset procedure passively in exercise period, which could not entirely excite their initiatives and enthusiasm of the movement.
During the area of brain signal process, recent researches have enabled people with destructive motion disabilities to directly utilize EEG signal to control or communicate with external environments. This brain-computer/machine interface (BCI/BMI) system can interpret EEG signal as instructions to control external devices directly (e.g., robot-assisted device) [9] and then bypass the normal motor control pathways. At present, many BCI/BMI applications have been established in various fields, such as object operation in 2D [10] or 3D space [11] , remote device teleoperation [12] , biometric identification [13] and emotion recognition [14] . More prominently, the BCI/BMI technology has been already adopted to drive prosthetic devices for limbs rehabilitation [15] , [16] . These non-invasive BCI/BMI systems can facilitate the impaired muscle control of patients by using their current intentions. Moreover, the BCI-driven neurological prostheses provide a feasible rehabilitation scheme for movement function recovery. In brief, the robot-assisted rehabilitation systems combined with a BCI are expected to produce well effect on movement recovery, especially for severely-impaired subjects.
The motor imagery-based BCI (MI-BCI) has been applied in robotic rehabilitation for upper extremity [9] . The neurophysiological background behind MI-BCI is that somatosensory stimulation [18] or motor imagery [17] oscillates the relevant sensorimotor rhythm in spatial localization [19] . However, some fatal limitations are existed in this MI-based BCI system, such as apparently lower prediction accuracy, fewer predictable movements and longer calibration time. Besides, the huge inter-subject variability of the MI EEG signal is also one of the challenges [20] .
Considered the deficiencies of motor imagery signals, we chose Steady-state Visual Evoked Potentials (SSVEPs) response as the input signals of BCI. The SSVEP-EEG signal is a response to an external stimulus flashing at a frequency from the visual cortex [21] . Compared with other types of BCI, an SSVEP-BCI system has the merits of higher accuracy and information transfer rate (ITR), less individual discrepancy, and no or shorter calibration time [22] . Furthermore, the SSVEP EEG is more suitable for a BCI-driven robotic rehabilitation system due to their reliability and robustness.
In this paper, an integrated robot-assisted system combined with SSVEP-BCI was presented for upper extremity rehabilitation. The BCI-driven robotic rehabilitation system interpreted the mental intentions as commands to control the rehabilitation robot to exercise the impaired upper extremity in a similar way with the physical therapy. The overall article structures are presented as follows. The section II introduces the framework of BCI-driven robotic rehabilitation system. Then, a detailed SSVEP-based BCI system is given in section III. The experimental study of BCI-driven robotic rehabilitation is presented in section IV. And then, some results are shown in section V. Finally, section VI gives the conclusions and future work.
II. OVERALL FRAMEWORK OF THE SYSTEM
A robotic rehabilitation system combined with a non-invasive SSVEP-BCI was constructed for the upper extremity in this study. The schematic diagram of the overall framework is illustrated in Fig. 1 . When the patient stares at a specific flickering stimulation, the induced SSVEP signals are collected from the relevant area at the visual cortex of the scalp. After preprocessing, feature extraction and pattern classification, the individuals' intention about which stimulation is being focused on can be detected. Then a command is generated by coding the detected intention, which triggers rehabilitation robot to assist upper extremity to execute movement task according to her or his own willingness. This research needs an offline BCI calibration phase, where subject-specific BCI system is trained with raw SSVEP EEG signals. Finally, the online rehabilitation phase for this integrated system with SSVEP-BCI is executed and evaluated in the real-time way. In this study, the experimental procedures were approved by the local ethics committee, and all participants signed their informed consent forms before the experiment. Six participants with the age 25.0 ± 1.7 years (mean ± standard deviation, two females, four males) were recruited in the BCI-driven robot experiment. Since this preliminary study gives a validation experiment, all the participants are able-bodied without a history of neurological injury. Moreover, the participants have no previous experience in the SSVEP-BCI experiment.
III. SSVEP BASED BCI SYSTEM

A. Visual Cues Design
How to design the visual cues is the extremely important problem for the SSVEP-BCI system, due to the fact that the amplitude and the phase of the SSVEP signal depends on the shape, flashing frequency, and intensity of the repetitive visual cues [23] .
In some literatures, the visual cues can be designed and presented by various shapes in a cathode ray tube (CRT) or liquid crystal display (LCD) monitor. Limited by the refresh rate of the computer monitor, the flickering frequency of the visual cues cannot be designed casually. Moreover, the stimulus with flickering frequency between 5 and 27 Hz can induce stronger SSVEP signals from the visual cortex typically, with the strongest SSVEP induced at the frequency of 15 Hz [24] . Generally, for the computer monitors with 60 Hz refresh rate, the frequencies of 7.5 Hz, 10 Hz, 12 Hz, 15 Hz and 20 Hz can be utilized to design the visual stimulus. However, the SSVEP response induced by the fundamental flickering frequency can be corrupted by the harmonic frequency. Consequentially, the BCI algorithm cannot correctly classify which SSVEP signal belongs to the fundamental frequency or the harmonic frequency. To sum up, in this study, three frequencies with 20 Hz, 15 Hz and 12 Hz were selected to induce strong and high separable SSVEP signal. Three square stimulators with triangular distribution were designed, which oscillated between red and black color (Fig. 2) . The flashing frequency of the square is encoded by the programmed codes. 
B. BCI Procedures 1) SSVEP Signal Collection:
The Emotiv EPOC headset was used in this study, which is a high-fidelity EEG device. It has 14 EEG signal collecting channels (AF3, F7, F3, FC6, F4, F8, AF4, FC5, T7, P8, T8, O1, O2, respectively), and 2 reference electrodes (CMS/DRL). The layouts of electrodes are placed on the scalp roughly according to the international 10-20 positioning system. The headset digitally sampled at 128 HZ with a resolution of 14 bits.
2) SSVEP Signal Filtering: Usually, raw acquired SSVEP signals are contained by various artifacts, such as sEMG signal from face, eye noise and motion artifacts, which should be eliminated by filtering procedure. To remove the DC component and low frequency drift of the signal, a Butterworth filter with fifth-order and cut-off frequency 2 Hz was adopted to filter the raw SSVEP. Then, a notch filter was designed to filter the 50 Hz power line interference. Furtherly, the spatial filtering algorithm (common spatial patterns, CSP) was applied to improve the signal-noise-ratio of the SSVEP with the interesting frequency bands.
The detailed CSP algorithm can be described as the following. 
where is eigenvalues which are sorted in descending order.
A whitening matrix P is constructed as 
where I is the identity matrix. For the dual problem, the eigenvector corresponding to the largest eigenvalue from 1 S has smallest eigenvalue for 2 S . Finally, the optimal spatial filtering matrix can be formulated by using the first k columns and the last k columns of B as 1 B
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(8) In our experiment, the selected columns were setting 2. Hence, the CSP filter converts the 14 channels into 2 channels. 3) Power Feature Extraction: The feature of the power spectrum was extracted from the SSVEP signals with interested frequency band, which including 11.75-12.25 Hz for 12 Hz flickering frequency, 14.75-15.25 Hz for 15 Hz flickering frequency, 19.75-20.25 Hz for 20 Hz flickering frequency, respectively. For a trial with 7 s length, the Fast Fourier Transform (FFT) was applied to 0.5 s intervals of the EEG signals every 0.1 s and the power for each frequency was then computed using squared values.
4) LDA Classifier Design:
In the view of three EEG classes in this study, three LDA classifiers based on pairwise strategy were used. For each LDA classifier, the output was a logistic value, representing that the likelihood of which the flashing cues the SSVEP belongs. A voting strategy was conducted among these three LDA classifiers to increase the prediction accuracy. A final class was determined by the majority output of the three LDA. Once the class of the SSVEP signal has been identified, it can be associated with a command which is sent to a computer in order to control peripheral devices.
C. Indicator of SSVEP-BCI Algorithm
Generally, the recognition accuracy is an important indicator for evaluating the BCI algorithm. However, for the SSVEP-based BCI system, the indicator of information transfer rate (ITR) is also used to assess the performance. The ITR index can be computed by 
where a is the recognition accuracy and c is the number of class (i.e., the number is 3 in our experiment). The unit of the ITR index is bits per minute (bpm). Fig. 3 presents the experimental scene of the proposed rehabilitation system. The overall system includes EEG signal acquisition section, computer interface, and rehabilitation robot (exoskeletal mechanical arm, motor drive, and motor actuator). The EPOC headset captured the EEG signals and the computer interface processed the obtained signals and got an advanced command by the designed SSVEP-BCI algorithm. The command was mapped to specific motor rehabilitation mode. In the paper, a 3-DOF upper extremity rehabilitation robot was applied, which could complete extending/flexing movement of should joint, outreach/adduction of should joint, and extending/flexing movement of elbow joint. 
IV. EXPERIMENTAL PROCEDURE
A. Experimental Setup
B. Experimental Protocol
The robotic rehabilitation system has three periodic modes of operation for the elbow joint of the upper extremity: a) fast speed motor mode; b) medium speed motor mode; c) slow speed motor mode. The trajectory positions of these modes were already pre-determined. Three stimulation squares with different flickering frequencies were corresponding respectively to various speed modes, such as 12 Hz square corresponds to slow mode, 15 Hz square represents medium mode and 20 Hz square represents fast mode, respectively. The total experimental procedure included two phases for each participant: the calibration phase and online rehabilitation phase. Firstly, the calibration phase was conducted to offline train and learn a decoder for the SSVEP-BCI. Then, the online phase carried out the BCI-driven robotic rehabilitation experiment in real time. The calibration phase acquires a total of 32 trials of SSVEP signals that comprised 24 trials of flashing square with different frequencies and 8 trials with no flickering square randomly. Firstly, a 1 s visual cue with no flickering on the screen was presented for the participants which sat in a comfortable seat. With that, the participants were recommended to focus their eyes on the cued square with a yellow arrow indicated. The flickering square lasted 7 s, followed by random interval time between 4 s and 6 s. Then, the participants can shift their attention to the next indicated square. The duration of each SSVEP trial was approximately 15 s. 1 minute of rest was given in between every 8 trials.
In the calibration phase, we constructed a subject-specific SSVEP-BCI decoder for using in the subsequent rehabilitation phase. In the rehabilitation phase, the participant's upper extremity was closely strapped to the exoskeletal mechanical arm of the robot. The participant was firstly given with a 1 s visual cue, then a yellow arrow would indicate the participant to gaze the oscillating stimulus with specific frequency. If the rehabilitation purpose was recognized during the 5 s focusing period, the 3-DOF robot immediately assist the participant in periodically moving the upper extremity to track a pre-determined trajectory. According to the detected rehabilitation intent, the relevant speed motor mode was selected. The motor drive decoded motor commands by using position-based trajectory learning framework. At the same time, the potentiometer and encoder in the motor will transport the acquired angle and location data to the PC through standard RS232 serial port, to real-time adjust the motor commands.
V. EXPERIMENT RESULTS AND ANALYSIS
A. Offline BCI Calibration Results
The offline BCI calibration phase established a subject-specific BCI model for each subject. To prevent the over-fitting of the LDA classifier and ensure that the obtained offline recognition accuracy generalizes to online phase, a 10-fold cross-validation approach was utilized to compute and train optimal LDA classifier with better parameters. In this study, a strategy of one-versus-the-rest was applied in the design of the pairwise LDA classifier. For each subject, three LDA classifiers (LDA-1, LDA-2, and LDA-3) were modeled for mainly recognizing each SSVEP signal with 12 Hz, 15 Hz and 20 Hz, respectively. The results of recognition accuracy and the relative ITR index for the six participants were showed in the Table I. From the Table I , we can see that the classification accuracies for each LDA classifier and subject vary from 77.20 % to 92.40 %. The mean accuracies for LDA-1, LDA-2, and LDA-3 were 80.08±1.52 %, 82.30±1.60 % and 85.80±1.67 % respectively, with an average BCI accuracy of about 80 %. Moreover, the average ITR index for all the six subjects was 28.60±5.45 bits/min.
Particularly, we can see that the mean accuracy of the LDA-3 classifier was slightly better than the other two classifiers (LDA-1 and LDA-2). It could be the reason that the stable and preferable SSVEP signals can be induced by flickering square with 20 Hz. And then, the extracted power features during the relevant frequency band was more separable. Additionally, the performance of the LDA-1 for identifying 12 Hz flickering square was worse for subject 3 and 5, with accuracy of 78.10 1.50 % and 78.15 1.50 %, respectively. This may be caused by the interference of the alpha frequency band (8-13 Hz). The interesting frequency band (11.75-12. 25 Hz) for 12 HZ SSVEP signals was corrupted by alpha frequency band, which the EOG signal may be resident in the SSVEP signals. However, the decoding algorithm for the SSVEP signal was available and promising to construct an effective BCI system. 
B. Online Experimental Results
In online rehabilitation phase, subjects can focus attention on the three visual stimuli by their initiatives. Thereby, three speed modes of motions can be executed by the upper extremity robot. During each mode, the subject was assisted by the robot to perform 5 s periodic extending and flexing movement of the elbow joint. The tracking trajectory of the robot can be obtained by sensors. From the Fig. 4 to Fig. 6 , the trajectory tracking performance of the subject 1 was presented for slow mode, medium mode and fast mode, respectively. The red line denotes the actual trajectory of elbow joint assisted by the robot. The black line denotes the desired trajectory of elbow joint. We can see that the robot can track a desired trajectory by using SSVEP-based BCI. The angle tracking errors of three motor modes were given in the Fig. 7, Fig. 8 and Fig. 9 , respectively. The error was the difference value between the desired angle trajectory and the actual motion of the upper limb. The average tracking error was 1.5047 rad for slow mode, 1.5127 rad for medium mode, 1.5130 rad for fast mode. These indicate that the rehabilitation robot can assist the upper extremity to track a desired trajectory with a small error. Equally, the performance of the online BCI-driven robotic rehabilitation system and motor mode execution rate was obtained for six subjects. For motor mode implementation rate, it is a proportion of successful completing motor mode (see in Table II ). The performance of online robotic rehabilitation experiments based on SSVEP-BCI shows that the proposed system is available to assist the subject's upper extremity to follow a desired trajectory. During all the participants, the completion rates for each speed motor mode vary from 58.10 % to 87.50 %. The mean performance for slow mode, medium mode and fast mode was 73.57 8.85 %, 75.04±9.41 % and 76.66±9.65 %, respectively. Compared with offline results, the online experimental results were decreased due to the fact that different factors interfered the performance of the online SSVEP-BCI, such as data missing caused by loose channel and external electromagnetic artifacts. In addition, compared with other five subjects, the performance for the subject 4 was worse, such as the 58.25 % accuracy was only obtained for the slow mode. The possible reason is that the induced SSVEP signals are not stable and feasible when he didn't focus his attention.
VI. CONCLUSION AND PROSPECT
In this paper, an integrated rehabilitation robot system combined with SSVEP-based BCI system was proposed. And the subject's movement intention was interpreted as commands to drive the robot system to assist the upper extremity to exercise like a physical therapy. Due to it is a preliminary research, the proposed BCI-driven robotic rehabilitation system was conducted during six unimpaired participants. The performance of the SSVEP-based BCI is stable, achieving mean accuracy of over 80 % in the group level of six subjects. However, the recognition rate of SSVEP-BCI should be further improved. In the future work, a study that sought to assess whether attention to real-world activity impaired performance in a BCI based on SSVEP response elicited by visual attention. Moreover, the asynchronous BCI system should be furtherly developed instead of this synchronization SSVEP-based BCI. An important future direction is validating this integrated rehabilitation system with a group of patients with upper limb paralysis. 
